Abstract: A sensor system based on a continuous wave, external-cavity quantum-cascade laser (CW EC-QCL) was demonstrated for simultaneous detection of atmospheric H 2 O, HDO, N 2 O and CH 4 using a compact, dense pattern multi-pass gas cell with an effective path-length of 57.6 m. The EC-QCL with a mode-hop-free spectral range of 1225-1285 cm −1 operating at ~7.8 µm was scanned covering four neighboring absorption lines, for H 2 O at 1281.161 cm −1 , HDO at 1281.455 cm −1 , N 2 O at 1281.53 cm −1 and CH 4 at 1281.61 cm −1 . A first-harmonic-normalized wavelength modulation spectroscopy with second-harmonic detection (WMS-2f/1f) strategy was employed for data processing. An Allan-Werle deviation analysis indicated that minimum detection limits of 1.77 ppmv for H 2 O, 3.92 ppbv for HDO, 1.43 ppbv for N 2 O, and 2.2 ppbv for CH 4 were achieved with integration times of 50-s, 50-s, 100-s and 129-s, respectively. Experimental measurements of ambient air are also reported. 305-311 (2008). 14. X. Chao, J. Jeffries, and R. Hanson, "Wavelength-modulation-spectroscopy for real-time, in situ NO detection in combustion gases with a 5.2 μm quantum-cascade laser," Appl. Phys. B 106(4), 987-997 (2012). 15. K. Krzempek, M. Jahjah, R. Lewicki, P. Stefański, S. So, D. Thomazy, and F. K. Tittel, "CW DFB RT diode laser-based sensor for trace-gas detection of ethane using a novel compact multipass gas absorption cell," Appl. Phys. B 112(4), 461-465 (2013). 16. L. Dong, Y. Yu, C. Li, S. So, and F. K. Tittel, "Ppb-level formaldehyde detection using a CW room-temperature interband cascade laser and a miniature dense pattern multipass gas cell," Opt. Express 23(15), 19821-19830 (2015). 
Introduction
In recent decades atmospheric greenhouse gases (GHGs), such as water vapor, nitrous oxide (N 2 O), and methane (CH 4 ), have contributed to climate forcing, which influences human and natural systems [1] . Water vapor is a primary energy carrier in the atmosphere and the dominant absorber and emitter of radiation regulating planetary temperatures [2] . An accurate knowledge of H 2 O-HDO is relevant to identify different atmospheric processes that govern the moisture budget at specific locations [3] . Atmospheric N 2 O has a steady-state lifetime of 120 yr and its mixing ratios, increasing at a rate of ~0.7 ppb/yr, are 19% higher than preindustrial levels [4] . Methane is the most abundant non-carbon dioxide (CO 2 ) GHG and has a shorter steady-state lifetime in the atmosphere (~9 yr) than most other GHGs. Reduction in emissions of shorter-lived CH 4 decreases radiative forcing more rapidly [4] . Precise and sensitive detection of these relevant GHGs is critical to help assess mitigation efforts for global climate forcing.
Several optical sensing techniques using tunable diode laser absorption spectroscopy (TDLAS) have been employed for water vapor, N 2 O and CH 4 detection. Kosterev et al. reported a distributed-feedback (DFB) quantum cascade laser (QCL)-based gas sensor to detect CH 4 , N 2 O and some isotopic species of water in ambient air at 7.9 µm [5] . By using a 100m path-length multi-pass gas cell (MPGC), detection sensitivities of 2.5 ppb for CH 4 , 1.0 ppb for N 2 O and 60 ppb for H 2 O were achieved with ~60-s data acquisition time. High precision measurements of N 2 O and CH 4 were performed by a compact, fast response absorption spectrometer based on a thermoelectrically cooled (TEC) pulsed QCL and a MPGC with an optical path-length of 56m [6] . Simultaneous detection of N 2 O and CH 4 at ~7.8 µm was achieved with root mean square noise levels of 3 ppb and 7 ppb, respectively with a 1-s averaging time. A compact quartz-enhanced photoacoustic absorption spectroscopy (QEPAS)-based senor platform was developed for environmental CH 4 and N 2 O monitoring [7] . Detection limits for CH 4 at1275.04 cm −1 and N 2 O at 1275.49 cm −1 were 13 ppb and 6 ppb, respectively, with a 1-s data acquisition time. Simultaneous measurements of atmospheric N 2 O, CH 4 and water vapor were implemented by a 7.73-µm continuous wave CW DFB-QCL-based absorption sensor system employing a 76-m astigmatic MPGC with minimum detection limits (MDLs) of 1.7 ppb, 8.5 ppb, and 11 ppm for N 2 O, CH 4 , and H 2 O, respectively, with a 2-s integration time for individual gas detection [2] .
In this manuscript, we report the recent development of a laser absorption sensor for simultaneous monitoring of H 2 O, HDO, N 2 O, and CH 4 using a single CW external-cavity (EC) QCL operating at ~7.8 µm. An effective optical path-length of 57.6 m was achieved by using a compact MPGC (17 × 6.5 × 5.5 cm 3 ). Peak-to-peak amplitudes of second-harmonic signals demodulated from a lock-in amplifier were chosen and normalized by first-harmonic signals (WMS-2f p-p /1f). The performance of the reported sensor system was evaluated for simultaneous multi-gas detection in atmospheric air.
EC-QCL characterization and sensor design
Development of CW QCLs has led to significant progress in mid-infrared spectroscopic detection of trace gases, due to their high output power, room temperature operation and inherently narrow linewidth [8] . Recently CW distributed feedback QCLs have been introduced in various gas-sensing applications [2, 5, 7, [9] [10] [11] , but the spectral tuning range of the wavelength is limited to several wavenumbers by varying the temperature of the QCL chip and/or the QCL injection current. This thermal tuning impacts the QCL threshold and causes a decrease of the output power at higher QCL temperatures [12, 13] . The EC-QCL configuration, consisting of a QCL chip, a beam collimating lens, and a diffraction grating, can be used for selection of a QCL wavelength anywhere in a broad spectral gain region without changing the QCL chip temperature. A piezo-activated cavity-mode-tracking system is employed to provide independent control of the EC length and diffraction grating angle for wavelength scanning at low frequency. Rapid wavelength modulation can be performed by directly modulating the injection current of the QCL chip.
In our study, a water-cooled CW EC-QCL (Daylight Solutions, Model 21080-MHF) with a spectral tuning range from 1181 to 1290 cm-1 (mode-hop-free range of 1225-1285 cm-1) was used. Frequency calibration is required because an external sinusoidal waveform is used in piezo-electric (PZT) wavelength scanning [14] . Figure 1 (a) depicts an example of the EC-QCL intensity variations through a germanium etalon (Team Photon, free spectral range of 0.0164 cm-1) with the center wavenumber at ~1275.8 cm-1. A laser controller (Daylight Solutions, Model 1001-TLC) was employed to set the QCL at a current of 400 mA. A function generator (Tektronix, AFG 3102) provided a sinusoidal waveform at a frequency of 1 Hz and a voltage amplitude of 2 V, which was applied to an external PZT driver (Thorlabs, MDT691) to adjust the EC system for laser frequency scanning. The peak positions from etalon interference fringes were extracted and fitted by a sinusoidal function to characterize the relative wavenumber variation shown in Fig. 1(b) . This fitting yielded a coefficient of determination (R2) of 0.9995, indicating an excellent sinusoidal relationship between the relative wavenumber and the scanning time. Laser intensity signal (V) Fig. 1 . EC-QCL intensity and wavenumber variation with a PZT scan at ~1275.8 cm −1 at 1 Hz scan rate.
The architecture of the four-gas species sensor system is depicted in Fig. 2 . The CW EC-QCL emitting at ~7.8 µm was scanned by a combination of the function generator (scanning voltage amplitude 2 V and frequency 1 Hz) and the PZT driver described. A high-frequency (19 kHz) sinusoidal waveform generated by a lock-in amplifier (Stanford Research Systems, SR 830) was added to the QCL injection current (400 mA) to realize the EC-QCL wavelength modulation. The EC-QCL output radiation was directed to a wedged beam splitter and separated into three beams. The high-power (~150 mW) main beam was blocked by a beam dump. One of the reflected beams was co-aligned with a visible diode beam alignment laser (Coherent, λ = 630 nm) via a flip mirror. The combined laser beams were coupled into a 57.6-m MPGC (Sentinel Photonics) by means of a mode matching lens with a focal length of 200 mm. A dense spot pattern with minimized overlap can be created on the two mirror surfaces of the MPGC after 495 beam passes. The beam exiting the MPGC was focused onto a TEcooled mercury-cadmium-telluride (MCT) detector (Vigo System S.A., PVIM-3TE-8) using a 40-mm focal length plano-convex lens. More details of the MPGC architecture can be found in [15, 16] . The electrical signal of the MCT detector was demodulated by two lock-in amplifiers to extract the 2f and 1f components, respectively, in order to implement a WMS2f/1f strategy immune to laser intensity fluctuations [14, 17] . The processed data were subsequently acquired using a DAQ card (National Instruments, 6062E) and displayed by a Labview (National Instruments) interface in a laptop. The second reflected beam from the wedged beam splitter was passed through a 5-cm long reference cell (Thorlabs) filled with 1% N 2 O and 0.5% CH 4 at 150 Torr and detected by a second mid-infrared detector (Vigo System S.A., PVM-10.6) to lock the laser wavelength at the N 2 O absorption line located at 1281.53 cm −1 . A PID function-based Labview program controlling the offset voltage applied to the piezo element was implemented for wavelength locking. In the gas sampling system, a polytetrafluoroethylene filter (Pall Corporation, pore size 2.0 µm) was placed upstream to protect the spherical mirrors in the MPGC from potential contamination by dust, and a flow meter was connected to the inlet of the MPGC. The system pressure was maintained by a pressure controller (MKS Instruments, Type 640) and an oil free vacuum pump (Varian, DS 102) downstream to the MPGC.
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Received Experimental WMS-2f and 1f signals of ambient air were recorded and are depicted in Fig. 3(b) and 3(c) . Due to the large nonlinearity in the EC-QCL intensity [14] , the background 2f signal is non-zero in comparison with the dashed line of value zero illustrated in Fig. 3(b) . The data processing algorithm selects the peak-to-peak amplitudes of absorption-induced 2f signals [19] and these are normalized by 1f signals selected at the same positions of the peak 2f signals [14, 17, 20, 21] .
Sensor performance

Modulation optimization for simultaneous detection
The sensor system operation for simultaneous detection of H 2 O, HDO, N 2 O, and CH 4 at 40 Torr in the spectral range of 1281.05-1281.66 cm −1 is described in Sect. 2. The 2f and 1f signals were demodulated by two lock-in amplifiers with an optimum time constant of 30 ms. In order to optimize the detection sensitivity of the sensor system, the normalized WMS-2f pp /1f signals of the four gas species were measured at different modulation depths, varying from 0 to 2 V, plotted in Fig. 4 . These measurements were conducted by using fixed gasphase concentrations of water vapor (generated by a humidifier (PermSelect, PDMSXA-2500)), N 2 O (1 ppm) and CH 4 (2 ppm). According to these test results, an optimum modulation depth occurs at 2 V. Further increases of this voltage are limited by the EC-QCL current-modulation design. 
Sensitivity calibration
The sensitivity calibration of the sensor system was performed by mixing pure nitrogen (N 2 ) with fixed concentrations of water vapor, N 2 O, and CH 4 in the MPGC. Different water vapor mixing ratios were generated by controlling the air flow through a humidifier at eleven different flow rates, from 10 to 110 SCCM, and mixing with pure N 2 to reach a stable flow rate of 110 SCCM. The concentrations of both water isotopes at different flow rates were calculated by least-squares fitting of direct absorption curves to simulated Voigt profiles [22] . 
Noise level analysis
The noise level analysis of the reported TDLAS sensor system was determined by flowing pure N 2 through the MPGC and recording the WMS-2f p-p /1f signals in terms of the four gasspecies concentrations in a 2.3-hour period with 1-s time intervals. An Allan-Werle variance method was utilized to evaluate the long-term stability and precision of the sensor system, as depicted in Fig. 6 
Simultaneous detection of atmospheric H 2 O, HDO, N 2 O and CH 4
The suitability of the developed sensor system for simultaneous monitoring of atmospheric Although slightly higher H 2 O vapor concentrations were detected by our sensor system at some intervals during the sampling period, there is a good relationship (R 2 = 0.98) between the calculated and measured concentration levels for this species shown in Fig. 8 . The HDO/H 2 O ratio, which provides insight of the processes and dynamics of water vapor in the atmosphere, exhibited small variability during the monitoring period with levels between 2.4 × 10 −4 and 3.3 × 10 −4 and an average value of 3 × 10 −4 ± 1.9 × 10 −5 . This value indicates that the HDO mixing ratios are ~3000 times smaller than H 2 O vapor mixing ratios, which is consistent with the expected abundance of this isotope [23] . In Fig. 7 , the levels of N 2 O showed minor variability during the interval of monitoring, with mixing ratios ranging between 330 and 410 ppbv and an average mixing ratio of 366 ± 22 ppbv. This value agrees with background levels reported previously for this gas species in the Houston area [2, 7] . The concentration of CH 4 ranged between 1.8 and 5.3 ppmv with an average of 2.06 ± 0.32 ppmv, consistent with typical urban background levels previously observed for this gas species [24] . Large mixing ratios of CH 4, with levels above 5 ppmv, were detected in the early morning of February 5, suggesting a CH 4 emission source close to the Rice Laser Science Group Laboratory during this period. Figure 9 shows the diurnal trends of the measured species during the sampling period. The mixing ratios of H 2 O and HDO exhibited large hourly variability mainly associated with unusually high levels of these species during the first ~24 h of sampling (February 1, and the early morning of February 2). As mentioned previously, these atypical mixing ratios were also observed in the H 2 O vapor levels calculated based on meteorological parameters. The average mixing ratios of H 2 O vapor and its heavier isotope followed a similar trend and showed higher levels during nighttime and expected decreased concentrations (associated with increases in ambient temperature) during the daytime. Although a side-by-side pattern can be noticed for the H 2 O and HDO hourly variation, the mixing ratios for the latter gas species exhibited a more pronounced pattern. The diurnal profile of N 2 O showed a minimum level in the morning hours (~8:00 CDT) with a slight increase in the mixing ratios during daytime. In general, the average concentration level of N 2 O exhibited a minor variation (ranging between ~360 and 370 ppbv) during a 24-h period. The diurnal trend of CH 4 mixing ratios showed a marked increase during the early morning hours with a subsequent decrease during the day and a minor secondary peak at ~21:00 CDT. The variability of the CH 4 levels from ~3:00 to 7:00 CDT (time interval of increased concentration for this species) was larger than that observed for periods where CH 4 mixing ratios exhibited similar levels to atmospheric background concentrations (~2 ppmv). The hourly profile for this gas species is consistent with previous reports of CH 4 mixing ratios trends at different urban locations [25, 26] . These results demonstrate the feasibility of the developed sensor system for continuous multi-gas species monitoring as well as its capability of simultaneously capturing distinctive atmospheric behavior and dynamics of H 2 O, HDO, N 2 O and CH 4 . 
Conclusions
A CW EC-QCL based sensor system for simultaneous detection of atmospheric H 2 O, HDO, N 2 O, and CH 4 by using a compact MPGC with an effective optical path-length of 57.6 m was developed. The EC-QCL operates at ~7.8 µm in a mode-hop-free spectral range of 1225-1285 cm −1 . The spectral tuning of the EC-QCL was calibrated by means of a Ge etalon with a free spectral range (FSR) of 0.0164cm −1 . Four interference-free absorption lines were selected within the EC-QCL spectral region at a reduced pressure of 40Torr. A strategy of using 1f-normalized peak-to-peak values of WMS-2f was implemented to process the acquired spectral data. The noise level of the sensor system was evaluated using the Allan-Werle variance method with MDLs of 12.5 ppmv for H 2 O, 26.5 ppbv for HDO, 17.0 ppbv for N 2 O, and 24.0 ppbv for CH 4 at a 1-s integration time. Furthermore, MDLs of 1.77 ppmv for H 2 O, 3.92 ppbv for HDO, 1.43 ppbv for N 2 O, and 2.2 ppbv for CH 4 can be achieved with integration times at 50-s, 50-s, 100-s, and 129-s, respectively. The long-term stability of the four-gas sensor was verified by performing a one-week long ambient monitoring campaign on the Rice University campus. The H 2 O vapor concentration levels measured showed good agreement with the calculated concentration levels based on meteorological parameters from a nearby TCEQ station. The measurement results indicate that reported TDLAS based sensor system is able to perform the sensitive and precise detection of four non-CO 2 GHGs simultaneously.
